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Gold screen-printed electrodea b s t r a c t
In this work, a novel sensor based on immobilised copper phthalocyanine, 2,9,16,23-tetracarboxylic acid-
polyacrylamide (Cu(II)TC Pc-PAA) was developed for determination of acid phosphatase (ACP) levels in
nanomolar quantities. Detection was based on the measurement of enzymatically generated phosphate,
with initial studies focused on phosphate detection at a Cu(II)TC Pc-PAA modified screen-printed gold
transducer. The sensor was characterised in relation to operational performance (pH, response time,
stability, linearity, and sensitivity) and common anionic interferents (nitrate, sulphate, chloride, and
perchlorate). The functionalised surface also facilitated rapid detection of the enzyme bi-product 2-
naphthol over the range 5e3000 mM. Quantitation of ACP was demonstrated, realising a linear
response range of 0.5e20 nM and LOD of 0.5 nM, which is within the clinical range for this prostate
cancer biomarker.
© 2019 Elsevier B.V. All rights reserved.1. Introduction
Acid phosphatases (ACPs) represent a family of enzymes that are
widespread in nature and can be found in many animal and plantey).species [1]. ACP in human serum is normally found in low con-
centrations but plays a critical role in many mammalian physio-
logical processes. An increase in acid phosphatase level can cause
certain diseases including Gaucher disease, and disorders related to
kidneys, veins, and bones are often accompanied by changes in
concentrations of ACP [2,3]. The measurement of ACP activity has
also been used to assist monitoring of cell viability [4]. The precise
detection of ACP activity is of great significance in pathologic
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phosphatase level changes strikingly during disease progression,
providing an important opportunity to contribute towards early
stage screening and monitoring.
Prostate cancer (PCa) is the most frequently diagnosed cancer
and the second leading cause of cancer deaths inmales globally. It is
known to be a slow-growing cancer and hence there is a high
probability to detect and treat the disease early. Therefore, the
development of a convenient, rapid, inexpensive and sensitive
method for ACP detection is an important challenge. The current
established and most commonly used screening procedures are the
PSA (Prostate Specific Antigen) blood test and DRE (Digital Rectal
Examination), followed by biopsy of prostate epithelial cells if
required [5]. The estimation of ACP activity may help assess early-
stage risks and can indicate the stage, location and tentative form of
the malignancy, as well as aiding in the follow-up of the disease
progression and regression. Acid phosphatase concentration can be
determined directly or indirectly by several approaches, including
spectrophotometry [6], fluorescence [7], magnetoelastic [8], and
electrochemical methods [9]. A need exists to advance non-
invasive, early-stage screening methods via rapid point of care
diagnostic devices [10] and portable electrochemical sensors based
on modified transducers hold great promise as suitable devices for
rapid biomedical diagnostics.
Metal phthalocyanines (MPcs) [11] containing one or two metal
ions bound to a p-conjugated ligand have drawn considerable
attention as molecular materials that give rise to outstanding
electronic and optical properties [12,13]. These properties arise
from electronic delocalisation making these compounds applicable
in different fields of materials science while being particularly
promising as building blocks in nanotechnology. In fact, phthalo-
cyanines have been successfully incorporated into active compo-
nents of semiconductor and electrochromic devices, information
storage systems, liquid-crystal colour displays, and sensors,
amongst others. Copper phthalocyanine (CuPc) and phthalocyanine
derivatives have attracted considerable interest owing to their
unique structural characteristics of aromatic heterocyclic molecules
with high symmetry [14]. With the inherent p-p stacking property
of phthalocyanine, special architectures (column, microsphere, and
nanofiber) have been fabricated by self-assembly [15], and their
potential applications in solar cell, fuel cells, optical limiting ma-
terials, electrochemical sensors [16], gas sensors and field-effect
transistors demonstrated [17,18].
In this work, we report the development of a new voltammetric
sensor for the determination of acid phosphatase based on the
simultaneous determination of 2-Naphthol and phosphate at
modified screen-printed electrodes. The work exploits electro-
catalytic interactions at a gold surface modified by the synthesised
derivative of copper phthalocyanine (phthalocyanine, 2,9,16,23-
tetracarboxylic acid polyacrylamide) and to the best of our
knowledge is the first time such an effective electrochemical




dimethylsulfoxide, 2-naphthyl phosphate sodium salt, 2-Naphthol
99%, acid phosphatase from wheat germ, sodium nitrate, sodium
sulfite, sodium perchlorate, dibasic potassium phosphate (98%)
sodium acetate, HEPES buffer, potassium phosphate dibasic (98%),
and bovine serum albumin (BSA) were purchased from Sigma-
Aldrich. The water used in all experiments had a resistivity
>18MU cm1 0.01M TRISeHCl buffer solution (pH 5.5) was used asthe medium for the detection process. The ionophore copper
phthalocyanine, C, C, C, C-tetra-carboxylic acid-polyacrylamide
(C32H16N8), was synthesised at the National Research Centre in
Cairo (Egypt) and is composed of four isoindoles connected to ni-
trogen atoms with a central copper atom.
2.2. Apparatus and measurements
The surface morphology and distribution of the copper phtha-
locyanine were characterised using scanning electron microscopy
(JEOL JSM-6390LV model). The electrochemical experiments (cyclic
voltammetry) were performed using an electrochemical worksta-
tion CH Instruments Inc. 920, in TRIS-HCl buffer (10 mM, pH 5.5),
using a conventional three-electrode cell (5 mL) at room temper-
ature. A modified gold electrode (3mm diameter) served as the
working electrode, while platinum wire (0.5 mm diameter) and a
standard Ag/AgCl electrode (filled with 3 M KCl) were used as the
counter and reference electrodes, respectively. The gold electrodes
were polished with 1.0, 0.3, and 0.05 mm alumina powders, soni-
cated in acetone and ethanol, washed with deionised water and
dried using argon at room temperature. Planar screen-printed
electrodes: SPE-AT-220 (DropSens), consisted of: (i) a working
electrode (WE) gold thin layer (0.125 cm2 geometrical area), (ii)
counter electrode (gold, auxiliary electrode) and (iii) a silver
pseudoreference electrode (Ag).
2.3. Synthesis of the copper phthalocyanine, 2,9,16,23-
tetracarboxylic acid polyacrylamide (Cu(II)TC Pc-PAA)
The copper phthalocyanine derivative was prepared by
adopting a previously reported procedure [16,19]. The ionophore
Copper phthalocyanine-2,9,16,23-tetracarboxylic acid (I) and the
adduct of copper phthalocyanine-2,9,16,23-tetracarboxylic acid
PAA (II) were synthesised according to Scheme 1 and charac-
terised via elemental analysis, UV-Vis and IR spectroscopy [20].
Briefly, the condensation of trimetallic acid anhydride in the
presence of urea, ammonium molybdate and copper acetate was
used to form the tetra-formamide-phthalocyanine copper. Iono-
phore (I) was obtained by hydrolysing the tetra-formamide
product in an alkaline medium and the ionophore-polymer
adduct was synthesised by condensing the carboxylic group of
ionophore (I) with the NH2 groups of polyacrylamide by refluxing
in dimethylformamide (DMF) at 150 C in the presence of poly-
phosphoric acid (Scheme 1).
2.4. Preparation of the copper phthalocyanine modified electrode
2 mg of Cu(II)TC Pc-PAA was dissolved in 1 mL (2/3 tetrahy-
drofuran (THF) þ 1/3 dimethylsulfoxide (DMSO). The sensing sur-
face was prepared by drop-casting 10 mL of this solution onto the
screen-printed electrode (SPE) surface, followed by drying for 24 h
at room temperature. Au SPEs were found to result in the most
adherent and effective functionalised surfaces. In the case of SEM
analysis, gold electrodes were modified by depositing a layer of
copper phthalocyanine Cu(II)TC Pc-PAA via spin coating at
2000 rpm for 60 s.
2.5. Design of the voltammetric acid phosphatase sensor
Scheme 2 illustrates the working principle of the sensor with
signal generation based on the addition of acid phosphatase in the
presence of substrate 2-naphthyl phosphate (3mM) at the copper
phthalocyanine modified sensor surface. The enzymatic reaction
produces both 2-naphthol and phosphate anions with resultant
electrocatalytic (anodic) signals providing an indirect means of acid
Scheme 1. Synthesis of the novel Copper Phthalocyanine, 2,9,16,23-tetracarboxylic acid-Polyacrylamide (Cu (II)TC Pc-PAA ionophore (II).
Scheme 2. Schematic representation of the working principle of the acid phosphatase
electronic enzyme assay at a modified Au screen printed electrode.
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naphthyl phosphate).
3. Results and discussion
3.1. Surface and spectroscopic characterisation of Cu(II)TC Pc-PAA
modified transducer
The surface morphology of Cu(II)TC Pc-PAA modified gold
electrode was characterised by scanning electron microscopy
(SEM). Figure 1A shows a uniform distribution on the surface of the
electrode indicating the compact deposited film. It was also
observed that the surface appeared porous with average grain size
ca. 400 nm [21]. Figure 1B illustrates the Raman spectrum of the
Cu(II)TC Pc-PAA derivative with the bend at 1542.57 cm1corresponding to heavy metal-nitrogen (M-nitrogen) in-plane
stretching and bending vibrations as well as displacement on the
CeNeC bridge bend - characteristic of the metallophthalocyanine
structure. The bend at 593.7 cm1 corresponded to benzene ring
deformation and bends at 686 cm1 and 751.7 cm1 correspond to
C-C vibration [22].
3.2. Electrochemical characterisation of the Cu(II)TC Pc-PAA film
The bare gold electrode and copper phthalocyanine modified
electrodes were tested in the presence and absence of phosphate
(H2PO4/HPO42, 10 mM) in TRIS-HCl buffer (10mM, pH 7.2) with the
aid of cyclic voltammetry (Fig. 2A). Electrochemical characterisa-
tion shows classical Au oxide reduction and oxidation at Ep¼ 0.45 V
with a weak anodic process at 1.17 V vs. Ag/AgCl (Fig. 2A curve a).
Direct phosphate oxidation occurred on the bare gold surface at
Ep¼ 1.07 V vs. Ag/AgCl [23] with an enhancement of the gold
reduction process at 0.38 V (Fig. 2A curve b).
Voltammetric signals associated with the phthalocyanine ring
are strongly dependent on the metal ion, substituents, electrolyte
and depositionmethod. During the cathodic sweep Cu(II)TC Pc-PAA
ligand deposition/dissolution processes may take place on the gold
[24], reflecting protonation of bridging imine groups, and being
more evident in acidic medium. Under our neutral pH conditions,
there were weak cathodic (0.22 V) and anodic (0.25 V) processes
evident (curve c Fig. 2A), which may correspond to one of the
monoelectronic phthalocyanine ligand redox processes [25].
Cu(II)TC Pc-PAA þ e / Cu(II)TC Pc-PAA- þ e / Cu(II)TC Pc-PAA
2-
Subsequent oxidation of cathodically pre-adsorbed ligand spe-
cies/aggregates may be responsible for the anodic signal (shoulder
at 0.94 V), as indicated by the work of Inzelt et al. with respect to
Cu(II) phthalocyanines on Gold macro electrodes [25], while the
visibly surface confined peak at 1.16 V overlaps with the gold oxide
signal at a bare electrode, and may have a contribution from the
oxidised form Cu(II)TC Pc-PAAþ.
Upon addition of phosphate (Fig. 2A curve d) there was an
anodic shift in the first ligand oxidation process to 0.55 V and a
significant enhancement in both the wave (0.99 V) and the main
anodic peak at 1.4 V. The Au oxide reduction (Ep¼ 0.45 V) also
Fig. 1. (a) SEM images, and (b) RAMAN spectra of the Cu(II)TC Pc-PAA thin layer deposited onto gold planar structures via spin coating.
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surface while the main anodic process at 1.2 V vs. Ag/AgCl
responded to increasing phosphate concentration (curves c, d). The
presence of the immobilised Cu(II)TC Pc-PAA species facilitated the
phosphate anion electrooxidation signal, resulting in significant
increase in anodic current at the Cu(II)TC Pc-PAA modified gold
electrode (35 mA) relative to the bare electrode (10 mA).
The influence of scan rate on the immobilised Cu(II)TC Pc-PAA
film in TRIS-HCl buffer (10 mM, pH¼ 7.2) was examined (Fig. 2B)
over the range 10e800 mV/s. Peak current (Ip) increased linearly
with respect to scan rate (y) from 10 to 100 mV/s (insert Fig. 2B),
confirming the surface-confined film behaviour of the peak at
Ep¼ 1.12 V over this range. Higher scan rates caused deviation from
this relationship indicating a diffusional limitation to the current
response within the thick film [26]. From the observations, it was
concluded that the electrochemical process consisted of a mixture
of diffusion and adsorption controlled processes, depending on the
scan rate. From the slope of the linear plot of Ip (taken at Ep¼ 1.12 V)
vs. y (scan rate) the surface concentration of the electroactive
species (G) was estimated to be 2.79 104mol cm2 according to





Insert 2 of Fig. 2B shows a linear relationship between log peak
current vs. log scan rate plot, with a slope >0.5 indicating a mixed
diffusion/adsorption process [28].3.3. Sensitivity and selectivity of Cu(II)TC Pc-PAA modified
transducers towards phosphate ion detection
The analytical response towards phosphate was investigated at
physiological pH (dominant anionic species at this pH are H2PO4/
HPO42). The voltammetric current response at 1.17 V vs. Ag/AgCl
increased significantly with increasing phosphate concentrations
over the range 0.1 nMe10 mM with a coefficient of determination
(R2) of 0.9979 and limit of detection (LOD) of 5 1010 M (defined
as 3s/slope; n¼ 3) (insert Fig. 3). The signal reproducibility wasexamined by measuring phosphate anion concentration at
1.0 108, 1.0 106 and 1.0 104 M with three replicates - the
coefficients of variation were 4.2%, 3.3%, and 5.6% respectively.
The robustness of the copper phthalocyanine modified gold
electrodes was evaluated by measuring the response to 1 105 M
phosphate every 5 days. The developed platform was stored dry at
room temperature when not in use. The response slope was almost
completely stable for more than one month (40 days); the sensor
retained 93% of its initial response, thereby demonstrating the
stability of the transducer surface. A selectivity study for quanti-
tative determination of phosphate on the copper phthalocyanine
modified gold electrode was investigated by addition of x1000 fold
excess of SO42, NO3, Cl and ClO4 in 10 mM Tris-HCl buffer [29].
The interference effects of these constituents were investigated by
examining the phosphate response at the copper phthalocyanine
modified gold electrode in the presence of 1000-fold excess of
interfering ions. The results are summarised in Table 1 and showed
that this excess of SO42, NO3, Cl and ClO4 did not significantly
influence the peak current for phosphate at Ep¼ 1.17 V, nor did it
significantly influence the sensitivity and detection limit of the
phosphate signal. The selection of these anionic interferents was
based on the fact that the detection mechanism was indirect
(phosphate) ACPmeasurement reinforced by detection of the redox
activity of the second enzymatic product (naphthol).
3.4. Cyclic voltammetry investigations of 2-naphthol response at
the Cu(II)TC Pc-PAA modified electrode
The anodic oxidation of 2-naphthol in buffer solution (TRIS-HCl)
at the copper phthalocyanine modified gold electrode was exam-
ined over a range of concentrations (a: 0 M, b: 107 M, c: 106 M, d:
105 M, e: 104 M, f: 103 M) and cyclic voltammetric data is
shown in Fig. 4. The modified gold electrode displayed a well-
defined naphthol oxidation response at þ0.8 V vs. Ag/AgCl over
the range examined with associated cathodic wave at 0.7 V vs. Ag/
AgCl (E 1/2¼ 0.6 V). 2-Naphthol redox behaviour has been shown to
result in irreversible electrochemistry with subsequent formation
of polymeric products upon oxidation to the naptholate anion at
bare carbon surfaces [30]. This results in poor analytical
Fig. 2. (A) Cyclic voltammograms recorded in TRIS-HCl for bare electrode (a) and Cu(II)
TC Pc-PAA modified electrode (c), in the absence of phosphate; bare electrode (b) and
Cu(II)TC Pc-PAA modified gold electrode (d) and in the presence of 10mM phosphate
(y¼ 100mV/s, pH¼ 7.2). (B) Cyclic voltammograms of Cu(II)TC Pc-PAA modified Au
electrode recorded in TRIS-HCl at different scan rates 10, 40, 70, 100, 150, 300, 500,
800 mV/s e insert shows influence of the scan rate (10e100 mV/s) on the peak current.
(For interpretation of the references to colour in this figure legend, the reader is
referred to the Web version of this article.)
Fig. 3. Voltammetric response towards increasing concentrations of phosphate in
TRIS-HCl buffer (10 mM, pH¼ 7.2); (Insert) Calibration curve as a function of phos-
phate [H2PO4/HPO42] concentration at the copper phthalocyanine modified gold
transducer [Y ¼ 2.11 X þ31.19 (where X is the logarithm of phosphate ion concen-
tration (M); and Y is the peak current (mA))]. (For interpretation of the references to
colour in this figure legend, the reader is referred to the Web version of this article.)
Table 1
Relative % response, sensitivity and detection limit for the phosphate ion response in
the presence of x1000 fold excess of selected interfering ions (SO42, NO3, Cl and
ClO4) at the Cu(II)TC Pc-PAA modified electrode in TRIS-HCl buffer (10 mM, pH 7.2).
Target ion Relative response (%) Sensitivity (mA/M) Detection limit (M)
SO42- 95.44 37.36 1.52 1010
NO3 87.84 34.12 7.64 1010
Cl 83.87 32.96 3.18 109
ClO42 80.24 32.13 9.32 109
HPO42 100 39.56 8.62 1011
n¼ 3
Fig. 4. Response to increasing 2-naphthol concentration (a: 0 M, b: 107 M, c: 106 M,
d: 105 M, e: 104 M, f: 103 M) in TRIS-HCl buffer (10 mM, pH 7.2) at the Cu(II)TC Pc-
PAA modified gold electrode; (Insert) Calibration curve as a function of 2-naphthol
concentration at the copper phthalocyanine modified gold transducer [Y ¼ 0.92
X þ6.82 (where X is the logarithm of 2-naphthol ion concentration (M); and Y is the
peak current (mA))]. (For interpretation of the references to colour in this figure legend,
the reader is referred to the Web version of this article.)
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Au transducers favour more reversible electrochemical behaviour
enabling sensitive and linear detection, thus facilitating effective
monitoring of ACP activity.
As the concentration of 2-naphthol increased (0e1mM), the
peak current measured via cyclic voltammetry increased (Fig. 4),
with a linear relationship between peak current and 2-naphthol
concentration (R2¼ 0.9963) over this range (inset Fig. 4) with the
equation Y¼ 0.92 Xþ 6.82 (where X is the logarithm of 2-naphthol
ion concentration (M); and Y is the peak current (mA))] and limit of
detection (LOD) of 7.86  108 M (defined as 3s/slope; n¼ 3).
3.5. Acid phosphatase detection at Cu(II)TC Pc-PAA modified
transducers
In order to optimise the sensor performance for ACP quantita-
tion, optimisation of (A) buffer type, (B) electrolyte pH and (C)
enzyme-substrate incubation time was performed. Fig. 5A shows
that the signal response (at Ep¼ 0.68 V and 1.11 V respectively vs.
Ag/AgCl) of the enzymatic reaction products phosphate and 2-
Fig. 5. Influence of (a) buffer type, (b) pH of the buffer solution and (c) incubation time
for the Cu(II)TC Pc-PAA modified gold electrode in the presence of 15 nM acid phos-
phatase. The error bars represent the standard deviation of a duplicate experiment,
which was carried out at room temperature.
Fig. 6. Anodic current signal for phosphate detection at Ep¼ 1.14 V vs. Ag/AgCl in
response to acid phosphatase conversion (20 nM) as a function of substrate 2-naphthyl
phosphate concentration at Cu(II)TC Pc-PAA modified gold screen printed electrode
(n¼ 3). (For interpretation of the references to colour in this figure legend, the reader
is referred to the Web version of this article.)
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was subsequently selected as the preferred medium. The effect of
pH on the sensor's response to 2-Naphthol and phosphate was
examined over the range 3e9 (Fig. 5B). Data revealed that the
sensor exhibited a good response in the pH range 5e6 (dominant
species H2PO4) and the response decreased pH> 6 or <5, with
maximum obtained at ca. pH 5.5 (selected for all further studies).
Fig. 5C shows the effect of incubation time on the acid phosphatase
assay performance (15 nM ACP in the presence of 3mM 2-naphthol
phosphate) resulting in a signal increase up to 10 min after which
there was no further significant increase. A 10 min incubation time
and pH 5.5 were thus selected for subsequent assays.
Under the above experimental conditions, the optimum sub-
strate (2-naphthylphosphate) concentration which enabled non-
limited ACP measurement was investigated in the presence of
20 nM ACP. The modified electrode presented a linear response
range between 0.001 and 3 mM (Fig. 6), adjusted by the equationIp¼ 6.5 (±0.43) þ 1.71 where Ip is the peak current (mA) and [NP] is
the concentration of 2-naphthylphosphate (mM), with a correla-
tion coefficient of 0.9883 for n¼ 3. Therefore, 3 mM NP was
selected such that the enzymatic reaction rate was not limited by
substrate concentration.
Enzyme substrate naphthylphosphate (3mM) was incubated
with ACP (0.5e20 nM) for 10 min at 37 C. As shown in Fig. 7A, two
peaks were observed, one representing generation of the 2-
naphthol product with anodic detection at 0.65 V and the second
at 1.14 V vs. Ag/Agþ corresponding to the phosphate electrocatalytic
signal at the Cu(II)TC Pc-PAA modified Au surface. Calibration plots
are shown in Fig. 7B for enzymatic products (a) naphthol and (b)
phosphate detection.
Detection of ACP in spiked bovine serum was then investigated
using standard addition in BSA (0.03%) with added acid phospha-
tase enzyme concentrations of 1 nM, 5 nM and 10 nM (corre-
sponding to 0.23, 1.2, 2.85 mU mL1) in the presence of 3 mM 2-
Naphthyl phosphate. As may be observed from Fig. 8 (slope
1.19 nM/mA; R2¼ 0.9971), there was a good match between the
measured experimental values and the nominal concentration of
the enzyme in the spiked BSA samples, demonstrating the ability of
the catalytic surface to perform quantitatively in this protein ma-
trix. The sensor performance and LOD compares very well to recent
acid phosphatase electrochemical detection approaches [9,31] (see
Table 2 for comparison) which report detection limits of 0.4 and 1.7
UL1 respectively.
4. Conclusion
In this study, synthesis and characterisation of a copper
phthalocyanine derivative (Cu(II)TC Pc-PAA) enabled indirect
detection of the acid phosphatase (ACP) protein biomarker, with
the aid of a straightforward drop cast immobilisation approach on
Au transducers. The morphological properties of the catalytic ma-
terial were investigated electrochemically and by means of Raman
spectroscopy and scanning electron microscopy (SEM), in order to
confirm chemical composition and surface morphology of the film
deposited on gold thick film transducers. The electrochemical
Fig. 8. Correlation plot between actual and measured ACP concentration in bovine
serum albumin samples (0.03%) utilising the signal arising from phosphate production
at the Cu(II)TC Pc-PAA modified screen printed gold electrode (n¼ 3).
Table 2
Comparison of reported methods for Acid Phosphatase detection.
References Transducer/catalyst
J. Casta~non-Fernandez et al.
[31]
Flow injection analysis (FIA)
P. Calvo-Marzal et al. [9] Nafion modified glassy carbon electrode
Wu et al. [8] Thick-film magnetoelastic transducer
Qian et al. [33] Carbon quantum dots (CQDs)
Wang el al [7]. Cysteamine-capped CdTe quantum dots (QDs)
This work Copper phthalocyanine Cu(II)Tc PC-PAA modified screen
electrode.
Fig. 7. (A) CV response to increasing ACP concentration at a Cu(II)TC Pc-PAA modified
screen printed gold electrode in the presence of 3mM 2-napthylphosphate in TRIS HCl
buffer (10 mM, pH 5.5). (B) Calibration curves for the generated 2-naphthol (a) and
phosphate (b) as a function of acid phosphatase concentrations. (For interpretation of
the references to colour in this figure legend, the reader is referred to the Web version
of this article.)
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optimal conditions realised linear range 0.1 nMe10 mM, a detec-
tion limit of 0.097 nM with good selectivity with respect to inter-
ferent anions at 1000 fold excess levels. Following this, the copper
phthalocyanine modified electrode was employed to quantify the
biomarker acid phosphatase - exploiting the sensor's dual detection
capability of the enzyme reaction products (phosphate and 2-
naphthol). Operational parameters of the acid phosphatase sensor
such as buffer, pH and incubation time were optimised and a linear
response range 0.5e20 nM and LOD of 0.5 nM (corresponding to
0.11 mUmL1) realised for ACP, which is within the relevant clinical
range for this biomarker [32]. Spiked BSA studies resulted in
excellent recovery of ACP and further work will extend the
approach to quantitation in simulated clinical matrices with the aid
of constant potential electroanalytical methodologies.Technique used Analytical performance
Amperometric Linear range: 0.4e27 U/L
Detection limit: 0.4 U/L
Differential pulse voltammograms
(DPV)
Linear Range: 9.6e19200 U/L
Detection limit: 1.7 U/L
Resonance frequency/time Linear Range: 1.5e15 mU mL1
Detection limit: U/L
Fluorescence Linear Range: 18.2e1300 mU
mL1
Detection limit: 5.5 mU mL1
Fluorescence Linear Range:1.0e50mU mL1
Detection limit: 0.45 mU mL1
printed Cyclic voltammetry (CV) Linear Range:0.11e5.7 mU
mL1
Detection limit: 0.11 mU mL1
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